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ABSTRACT: In this contribution we present a novel system
for shimming capillary samples such as used in microﬂuidic
NMR probe heads. Due to the small sample size, shimming
microliter samples using regular shim coils is complicated.
Here we demonstrate the use of a series of parallel wires
placed perpendicular to B0 as a Shim-on-Chip shim system.
This is achieved by placing a ribbon ﬂat cable horizontally
over the NMR detector, in our case a stripline. The current
through each wire of the ribbon cable can be controlled
independently employing a 16 channel DAC. This makes for a
simple, cheap, and easy to construct alternative to regular shim systems. The Shim-on-Chip is, nevertheless, quite ﬂexible in
creating a magnetic ﬁeld which matches the inhomogeneity of the magnet in one dimension. The capillary sample geometry is
well suited for this type of shimming since its length is much larger than its width. With this Shim-on-Chip system we have
reached line widths of 2.2 Hz (at 50%) and 27 Hz (at 0.55%) on a 144 MHz NMR spectrometer without any other room
temperature shims. Unlike regular shims, the Shim-on-Chip is located inside the NMR probe. It is always centered on the NMR
sample, because of this the shims have an intuitive eﬀect on the line shape. Therefore, the manual shimming is simpler when
compared to a regular shim system, as it is diﬃcult to position a microliter sample in the exact center of the shim coils. We
furthermore demonstrate the use of a Shim-on-Chip method in a 400 MHz Rapid-Melt DNP system. Decent line widths were
achieved even for a sample which is located oﬀ-center inside the NMR magnet.
Inhomogeneity in the magnetic ﬁeld of an NMR magnetbroadens lineshapes and decreases their amplitude. This
reduces both the resolution and the signal-to-noise ratio (SNR)
of the NMR spectrum. The success of NMR is largely
determined by both the homogeneity and the stability of the
magnetic ﬁeld. To obtain the required resolution in the NMR
spectrum, the magnetic ﬁeld has to homogenized. This process
of homogenizing a magnetic ﬁeld is called shimming. Shimming
of an NMRmagnet is performed by applying currents to various
shim coils.1 These shim coils are generally located in the space
between the NMR probe and the magnet. Each shim coil
generates a magnetic ﬁeld which resembles a speciﬁc spherical
harmonic function.2−4 Any ﬁeld proﬁle can be decomposed into
an inﬁnite series of spherical harmonics, the multipole
expansion. So the shim coils can be used to correct the ﬁeld
up to certain order depending on the number of shim coils
present. For regular NMR samples (NMR tubes), this is a
convenient method to homogenize the magnetic ﬁeld over the
NMR sample. However, for small samples used in microcoil
detectors, these type of shim coils are located too far away from
the sample. The small structures used in microcoils for
microﬂuidic NMR5 generally cause relatively large gradients in
the magnetic ﬁeld, which means high electrical power is required
for proper shimming. Also it is more diﬃcult to position a
microcoil sample in the exact center of the shim coils. This
complicates the shimming process due to “mixing” of the shim
proﬁles.6 Because of these eﬀects, the regular NMR shim coils
are less suitable for shimming capillary samples, particularly for
microﬂuidic probes withmicrocoil detectors as is discussed here.
In our lab a stripline microcoil NMR detector has been
developed.7 In this setup, the sample is contained in a fused silica
capillary with an outer diameter of 360 μm and an inner
diameter between 100 and 250 μm. The active region of the
employed stripline detector has a length of 8 mm. Since the
length of sample is much larger than the width the shimming of a
capillary sample is a nearly 1-dimensional problem. In this
manuscript, we demonstrate the use of a Shim-on-Chip for
shimming capillary samples.
When a current is passed through a wire it creates a magnetic
ﬁeld which decreases with the inverse of the distance r from the
wire. Whenmultiples of these wires are placed parallel, an almost
arbitrary ﬁeld proﬁle can be created in one dimension by
controlling the current through each wire independently. These
parallel wires can be placed close to the detector, as shown in
Figure 1. This reduces the amount of current required for the
shimming of microliter samples. Since a single Shim-on-Chip
can generate a large number of diﬀerent ﬁeld proﬁles, only one
simple “coil” geometry is required. This simpliﬁes construction
and reduces the amount of space required for the shim coils.
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■ EXPERIMENTAL SECTION
A stripline NMR probe consists of a stripline chip which is
covered by a ground plate as shown in Figure 1. For the shim
setup, a ﬂat ribbon cable is placed on top of the ground plate, at
the side where the sample is located. We employed a ﬂat ribbon
cable (BKL electronic) consisting of 40 wires of no. 30 AWG
with a spacing of 0.635 mm. An electrical diagram of the setup is
given in the Supporting Information (Figure S1). On one end,
all the wires of the ribbon cable are soldered together. On the
other end the wires are connected through 220Ω resistances to a
16 channel, 16-bit DAC (Measurement Computing USB-3114)
with a bipolar range of±10 V. The wires are connected together
in pairs where the current from one resistor is divided over two
adjacent wires of the ribbon cable. The four outer wires on either
side of the ribbon are connected to ground as a return path for
the current. The ground wires are far away from the sensitive
region, so their eﬀect on the shimming is relatively small.
Pictures of the Shim-on-Chip and the DAC are given in Figure
S2 of the Supporting Information.
■ SHIM PROFILES
The current through the wires can be optimized sequentially,
but for manual shimming this is not ideal. In optimizing the
spectral line shape, there is a strong dependence between the
parameters (the current through the individual wires). This
complicates the “error landscape” and makes it diﬃcult to ﬁnd
the global optimum. To simplify the optimization, the separate
line currents can be combined into a more orthogonal basis set.
A suitable basis set would be the polynomial functions (z0, z1, z2,
etc.). This is because these functions change the line shape in a
more intuitive way (similar to the spherical harmonics). Even
though the polynomial functions are not completely orthogonal
functions.
In Figure 2, the z-component of the magnetic ﬁeld created by
the Shim-on-Chip is shown in the xz-plane. The ﬁeld of the
NMR magnet is oriented along the z-direction as well. The
current through the wire pairs are distributed linearly between
−40 mA and 40 mA from the bottom to the top, respectively.
The magnetic ﬁeld proﬁle was calculated using the Biot−Savart
law. For an inﬁnitely long wire in the magnetostatic case, this
gives a total magnet ﬁeld of B
I
rshim 2
0= μπ , where Bshim is the
magnetic ﬁeld at position r from the wire, μ0 is the permeability
of vacuum, and I is the current running through the wire. Using
this equation the magnetic ﬁeld (Bshim) inside the capillary can
be calculated. The ﬁeld of the main magnet (B0) is orders of
magnitude larger than the magnetic ﬁeld generated by the shims.
This means the vector components of Bshim perpendicular to B0
have a negligible contribution to the total ﬁeld and can be
dropped. The resulting Bz generated by the wires as a function of
position is shown in Figure 2 (right) for a linear current proﬁle.
As can be seen from this curve, the magnetic ﬁeld created does
not follow the desired polynomial function (linear in z). For
higher order polynomials, this deviation is even worse. It is more
convenient to use a basis set where not the current but the actual
magnetic ﬁeld proﬁle is described by the polynomial function zn.
To create these basis functions, an optimization procedure was
performed. The current through each wire pair was used as a
parameter. The squared diﬀerence between the simulated ﬁeld
and the desired zn proﬁle was minimized in the active (sensitive)
region (8mm) of the detector. The currents were constrained to
be symmetric or antisymmetric over the ribbon for even or odd
values of n, respectively. With this constraint, the currents
through the second half of the wire pairs can be determined from
the ﬁrst half, due to the even/odd symmetry. This leaves eight
free parameters for the minimization (seven if normalization is
included).
The relative currents to obtain the desired shim proﬁles are
given in the Supporting Information for wire pairs 0 to 7. To
obtain the values for the pairs 8 to 15, the list should be reversed
and the values multiplied by (−1)n. In Figure 3, the optimized z1
shim proﬁle is shown. The shim proﬁles of the ﬁrst six
polynomials are given in Figure S3 with the actual currents
tabulated in Table S1 of the Supporting Information. These
optimized basis sets reduce the number of iterations needed to
ﬁnd the optimal shim settings, because of the reduced overlap of
the proﬁles.
■ AUTOMATED SHIMMING
The Shim-on-Chip can be used in combination with automated
shimming methods. The shim parameters can be optimized
using a Nelder−Mead algorithm (simplex).8,9 In each iteration,
the shims are set according to the algorithm. Then an FID is
recorded and the negative of the FID surface is used as the cost-
value of the minimization. The Nelder−Mead is a local
Figure 1. Schematics of the Shim-on-Chip setup. (Left) Side view of
the stripline, capillary, ground plate, and shim-wires. (Middle) Front
view without the ground plate. The current through each wire can be
controlled independently.
Figure 2. (Left) Calculated strength of Bz in the plane perpendicular to
the parallel wires. The current proﬁle is linear over the wire pairs
ranging from 40mA through the top wire pair and−40 mA through the
bottom wire pair. The red dashed line shows the location of the
capillary. (Right) Calculated ﬁeld strength (Bz) in the capillary.
Analytical Chemistry Technical Note
DOI: 10.1021/acs.analchem.8b02284
Anal. Chem. 2018, 90, 10134−10138
10135
optimization algorithm, which means the choice of a basis set is
important to prevent algorithm from getting stuck in a local
minimum. For this reason, the currents cannot be used directly
as parameters for such aminimization procedure. It is possible to
use a global optimizer such as a diﬀerential evolution algorithm
to prevent the local minimum problem, but the number of
iterations required is much larger.10 This type of global
optimization takes a couple of hours to complete, whereas the
Nelder−Mead algorithm only takes 30 min. Thus, the global
optimizer is only suitable for the initial shimming, whereas a
local optimization can be used to adjust the shims on a more
regular basis.
In principle, it should also be possible to combine the Shim-
on-Chip with pulsed ﬁeld gradient shimming.11 In pulsed ﬁeld
gradient shimming, an “image” is made of the magnetic ﬁeld
proﬁle.12 When the magnetic ﬁeld proﬁle is known, it is easy to
determine the currents required for the Shim-on-Chip to cancel
out the inhomogeneity. Since the Shim-on-Chip is a one-
dimensional shimming method, only a pulsed z-gradient is
required for pulsed ﬁeld gradient shimming.
■ RESULTS
To test the Shim-on-Chip, experiments were performed on a
144 MHz extra wide bore Inﬁnity plus NMR spectrometer. The
magnet is ﬁtted with an 18 channel Oxford shim tube. So the
performance of the Shim-on-Chip can be compared with that of
regular shims. A sample of water was put in a capillary with an
inner diameter of 100 μm. First the magnet was manually
shimmed using the regular shims. Multiple spectra were
recorded to also determine the stability of the shims. The
resulting 20 spectra are shown in Figure 4a. The signal is
modulated by the 50 Hz from the main power line passing
through the shim power supply. This results in sidebands around
the resonance at ±50 Hz (≈0.35 ppm). The full width half
maximum (fwhm) after shimming is approximately 2.4 Hz. It
should be noted that for shimming this sample the Z2 shim had
to be turned to its maximum value. This is caused by the relative
short length of the sample, which requires large gradients and
thus large currents through the coils located far away from the
sample.
In a follow-up experiment, the regular shims were turned oﬀ
and the sample was shimmed using the Shim-on-Chip. The
resulting spectra are shown in Figure 4b. With the Shim-on-
Chip, a similar line width can be obtained as with the regular
shims (fwhm of 2.2 Hz). The Shim-on-Chip gives no visible 50
Hz modulation. This demonstrates the performance of the DAC
in isolating the channels from the main power line.
Experiments were performed with and without the ribbon ﬂat
cable present. This showed that the presence of the ribbon cable
itself gives no detectable disturbance in the local magnetic ﬁeld
in the capillary.
To demonstrate the use of the automated shimming a
spectrum of pure ethanol was acquired in a capillary with an
inner diameter of 100 μm. In Figure 5a, the spectrum of ethanol
is shown without any shimming. The Shim-on-Chip was
optimized using the global optimizer directly on the ethanol
sample. After optimization of the Shim-on-Chip, the spectrum of
Figure 5b was obtained. The fwhm is 2.5 Hz, which is enough to
resolve all of themultiplet structure of the peaks. This shows that
the automated optimization of the shims works well even on
spectra with multiple resonances.
The stripline NMR detector is well suited for performing
experiments using in-line or stopped-ﬂow systems, since the
sample is contained inside a capillary. In the next experiment, the
NMR probe was connected to a stopped-ﬂow system. First the
Figure 3. Field proﬁle created by the optimized z1 current proﬁle. The
top plot shows the currents through the wires. The bottom plot shows
the position dependent shift in resonance frequency caused by these
currents.
Figure 4. 1H spectra of water shimmed using the regular shims (a) and using the Shim-on-Chip (b).
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Shim-on-Chip was optimized on a sample of water using an
evolutionary algorithm. This resulted in a line width of 2.2 Hz at
50% and 27 Hz at 0.55%. Then the water in the capillary was
replaced by 5-hexen-2-one by ﬂow. After stopping the ﬂow, the
spectrum in Figure 6 was recorded without any further
shimming. The spectrum of 5-hexen-2-one has the same line
width and line shape as the water. This shows that the
susceptibility of the sample has a limited eﬀect on the shimming,
which is also due to the geometry of the sample in the capillary.
Compared to the sensitive region, the sample has the geometry
of an inﬁnitely long rod. This means a change in the magnetic
susceptibility of the sample will only cause an overall shift in the
resonances, but no distortion of the lineshapes.
The Shim-on-Chip does not improve the line width at half-
maximum when compared to conventional shim systems13 with
results varying for stripline probes fabricated using diﬀerent
procedures.5 However, it does show an improvement in the line
shape of the resonances. In many applications, microcoil
detectors have the issue of a large “foot” at the base of the
resonances. This reduces the sensitivity that can be achieved
with this type of detector. With the Shim-on-Chip, the
lineshapes have a Lorentzian/Gaussian shape.
Additional experiments were performed on a 400 NMR
spectrometer detecting oﬀ-center samples. The probe used in
these experiments is designed for Rapid-Melt DNP NMR
experiments.14 This means the NMR detector is located oﬀ-
center with respect to the main magnet (still within the
homogeneous region). The magnet does not contain any regular
room temperature shims due to space requirements. In this
probe, a 1H spectrum of 13C labeled methanol was acquired in a
capillary with an inner diameter of 250 μm. The stripline and the
Shim-on-Chip have similar dimensions as those of the 144 MHz
probe.
In Figure 7, the proton spectra are shown for both a shimmed
and unshimmed magnet. A decent resolution can be obtained
even though the sample is located at the edge of the
homogeneous region of the NMR magnet. With a fwhm of 14
Hz, the resolution is not as good as on the 144 MHz
spectrometer. This seems to be mainly due to the additional
construction parts required for Rapid-Melt experiments. In
particular a transfer line for cryogenic liquids made of stainless
steel and brass.
The advantage of the Shim-on-Chip is that the shim proﬁles
are always centered on the sample. This means the shims can
always create the desired polynomial shim proﬁles over the
detected volume. These proﬁles have an intuitive eﬀect on the
line shape, which simpliﬁes the shimming process on oﬀ-center
NMR detectors.
Figure 5. 1H spectra of ethanol with the Shim-on-Chip oﬀ (a) and on (b).
Figure 6. 1H spectrum of 5-hexen-2-one.
Figure 7. 1H spectrum of carbon labeled methanol with and without
shims.
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■ CONCLUSIONS
A new method of shimming microliter NMR samples has been
developed. The Shim-on-Chip is particularly suited for long and
thin samples, e.g., contained in capillaries. Shimming amicroliter
sample using regular shim coils can be troublesome. Because of
the small size of the sample, the gradients are generally larger,
which requires large currents through the shim coils. In this
manuscript we have demonstrated the use of the Shim-on-Chip
on a stripline detector, but it can be used in any systemwhere the
sample has a near 1D geometry. This is particularly relevant for
microﬂuidic applications where samples are generally long and
thin.
Another advantage of the Shim-on-Chip is that it is always
centered on the active sample region. This is unlike regular
shims where it is often diﬃcult to position the microliter sample
at the exact center of the shim coils. Shimming is more
complicated with a sample located oﬀ-center in the shim coils,
because of mixing of the basis functions.6
With the Shim-on-Chip systemwe have reached line widths of
just over 2 Hz at 50% and 27 Hz at 0.55% on a 144 MHz NMR
spectrometer. In particular the line shape has been improved
with the Shim-on-Chip when compared to previous experi-
ments.13 The top and bottom connecting planes of the stripline
give rise a large “foot” and makes the line shape asymmetrical.
These eﬀects can be compensated using the Shim-on-Chip.
The Shim-on-Chip requires far less space in the magnet
compared to regular shims. This is advantageous for
complicated setups that require the entire bore space of the
magnet, as is the case in the Rapid-Melt DNP experiments.
However, the Shim-on-Chip approach may also be useful in
reducing the bore size of the magnet. One could think of using
this system in combination with a permanent NMR magnet.
It can even be possible to create a pulsed ﬁeld gradient using a
ﬂat ribbon cable. The 16 channel DAC could be replaced by
resistors which are inversely proportional to the n = 1 values in
Table S1 in the Supporting Information. All lines could then be
driven by a single pulsed dc source. The low inductance of the
parallel wires could be useful in decreasing the time needed to
switch the ﬁeld gradient on or oﬀ.
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